To evaluate the effect of radiant warmers on skin barrier function in preterm infants.
INTRODUCTION
The stratum corneum (SC) plays a key role in maintaining life because it inhibits water loss from the tissues while preventing the entry of damaging microorganisms. In preterm infants, the SC layer is thinner and less well developed than in full-term infants and adults, leading to high water loss and cutaneous infections, with high morbidity and mortality. [1] [2] [3] Radiant warmers are widely used for sick preterm and term newborns to effectively control body temperature and provide uniform heating over exposed body areas. However, several researchers have suggested that radiant warmers may affect insensible water loss. 4, 5 Radiant warmers can also induce rapid drying of the skin surface. 6 In recent years, noninvasive techniques that can accurately measure the transepidermal water loss (TEWL) and skin hydration have been developed, [7] [8] [9] which also take environmental factors such as humidity and ambient temperature 9 into account.
The purpose of the present study was to evaluate the effect of radiant warmers on TEWL and SC hydration in preterm infants using noninvasive devices mentioned above.
MATERIALS AND METHODS Patients
The study group included 30 preterm infants born at Schneider Children's Medical Center of Israel from January to June 1998. There were 13 male and 17 female infants, all appropriate for gestational age. The mean gestational age was 31.6 weeks (range 27 to 34 weeks), and mean birth weight was 1588 g (range: 825 to 2220 g). Infants with respiratory distress, low blood pressure or suspicion of sepsis, and infants who required ventilatory support were excluded from the study, although infants receiving antibiotic treatment were not. The study was approved by the Ethics Committee of the hospital, and informed consent was obtained from the patient's parents.
Instruments
To measure TEWL and SC hydration, we used a combined Tevameter and Corneometer (Courage and Khazaka, Köln, Germany). The Tevameter device, a cylindrical probe consisting of two hydrosensors, is designed to measure the rate of water evaporation from the skin surface. TEWL was calculated from the slope provided by the hydrosensors and was computed by averaging the data recorded every 2 seconds; starting 90 seconds from the time the probe was applied to the skin. The Corneometer measures the electrical capacitance at the skin surface, an indicator of SC hydration. Its operation is based on the high dielectric constant of water relative to other skin components. The results are expressed in arbitrary units.
Procedure
After birth, the infants were dried and dressed with only a diaper and then placed on a cloth-covered mattress under a radiant warmer (Infant Care System 90, Air Shields/Hill Rom, Hatboro, PA) with servo-controlled skin temperature. All infants received intravenous fluids with or without parenteral nutrition. TEWL and SC hydration were initially measured at least 4 hours after birth, while the patients were either sleeping or awake and quiet. This interval ensured that normal body temperature had been established and the infants had transitioned to extrauterine life. When the infants were stable, they were transferred to a nonhumidified incubator (IsoletteFInfant Incubator CF100 Air Shields, Vickers Medical, Hatboro, PA) with a servo-controlled skin temperature. All neonates were dressed only with a diaper. A second set of TEWL and SC hydration measurements were performed between 4 and 12 hours after the first measurements. In both conditions, TEWL and SC hydration were measured in seven body areas: first in the supine position (forehead, cubital fossa, palms, soles, abdomen (above the umbilicus), and inguinal region. Then the child was turned to the prone position and, after 10 minutes of acclimatization, TEWL and SC hydration measurements were performed on the upper back (between the scapulas). Each patient served as his/her own control. Ambient temperature and humidity were measured throughout the study using a sensor placed 10 cm from the patient's body.
Statistical Methods
Simple statistics and frequencies were tabulated for the variables, and differences in percentage TEWL were calculated. For statistical analysis of differences between conditions and correlations among variables, paired t-test and Pearson's correlation coefficients were applied. A p-value less than 0.05 was considered significant.
RESULTS
The first measurement of TEWL and SC hydration was performed at the average postnatal age of 28 hours. Body temperature, measured by the servo-control probe, was kept within normal range (36 to 371C) before and after the study measurements in both conditions. The mean ambient temperature was significantly lower in the radiant warmer than the incubator condition (30.5 vs 33.11C), as was mean ambient humidity (34 vs 38%).
The overall mean difference for all seven body areas between the radiant warmer and incubator conditions was 15%. Among all patients, comparison of each body area yielded a significantly higher mean) TEWL value in the radiant warmer condition only for the forehead (14.0±5.1 vs 12±2.9 g/m 2 /hour, (p<0.05)) and back (21.0±8.3 vs 15.7±5.3 g/m 2 /hour (p<0.0001)). We also compared separately the TEWL and SC hydration in two subgroups of patients; those with birth weight (BW) lower than 1500 g (N ¼ 12 infants) and those with birth weight equal or higher than 1500 g (N ¼ 18 infants). Among the <1500 g premature infants, significant differences in TEWL on radiant therapy were recorded only for the back and abdomen (Table 1) . Among the Z1500 g infants, only TEWL on radiant therapy on the back was significantly elevated ( Table 2 ). The highest TEWL measurements were noted in the cubital fossa and groin in both conditions (Tables 1 and 2 ). There were no gender differences for TEWL. A negative correlation was found between gestational age and BW and TEWL, both in the radiant warmer and incubator conditions. Among the infants with BW<1500 g, the mean SC hydration was higher in incubator than radiant warmer only in the abdomen (Table 3) . However, in the babies with BWZ1500 g significant differences with higher SC hydration in incubator than the radiant warmer were noted in the cubital fossa, abdomen, and groin (Table 4 ). The highest SC hydration values were found in the groin and cubital fossa in both conditions, and the lowest in the forehead.
DISCUSSION
Body heat is exchanged by conduction, convection, evaporation, and radiation. The use of an external warming device helps to promote a natural thermal environment in order to maintain the 
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metabolic rate at a minimum. 10 This enables the body to preserve energy to overcome respiratory disease caused by lung immaturity, to prevent infection, and to grow and develop. Radiant warmers have the advantage of easy accessibility to the baby. However, unlike incubators, they do not enable good control of ambient humidity, increasing the risk of a higher TEWL due to convection, radiation and evaporation. Our findings show that TEWL and stratum corneum hydration did not differ markedly on radiant warmers versus nonhumidified incubators, and the temperature and humidity surrounding the baby was rather similar. Future studies that will compare radiant warmers and humidified incubators could demonstrate significant differences between these two treatments.
The early studies on radiant warmers did not differentiate TEWL from total insensible water loss (IWL), which was measured by weight loss. 4, 5 These studies found that radiant warmers were associated with a significant increase in IWL, which was attributed to either a higher skin-ambient temperature gradient or a higher skin-ambient vapor pressure gradient. A more recent study by Visscher et al 6 demonstrated significantly lower SC hydration for radiant warmers compared to incubators, but the neonates in the treatment groups were of different racial backgrounds.
In our study, we measured both TEWL and SC hydration and found no significant effect of radiant warmers on TEWL. In contrast, Wu and Hodgman 4 have reported 50 to 90% differences in IWL under similar conditions. A possible explanation for the discrepancies in the results is that the high IWL reported in the latter study could be related to the other routes of IWL, such as respiratory tract and stool.
An additional finding of the present study is the significant differences in TEWL among the different body areas. This is in agreement with our previous study of full-term babies on the first and second days of life. 11 The SC hydration was significantly lower on radiant therapy in several sites in those infants with higher BW; these results are in agreement with the findings of Visscher et al. 10 in full-term infants. The effect of radiant warmer on SC hydration in preterm infants was minimal suggesting that radiant warmers have no significant adverse effect on biophysical properties of the SC in very low weight infants. The significantly higher TEWL and skin hydration found in the diaper area and cubital fossa is in agreement with results of previous studies 11, 12 and is most probably related to an occlusion effect caused by limb flexion.
In conclusion, there is apparently no marked elevation in evaporation through the skin nor any skin dryness in preterm infants placed under a radiant warmer compared to a nonhumidified incubator. These results suggest that radiant warmers may not induce such a high increase in TEWL as previously estimated. Considering the advantages of radiant warmers, our findings justify their continuous use with no need for concern regarding their effect on barrier function.
